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Abstract—The structure of microvasculature cannot be re-
solved using clinical B-mode or contrast-enhanced ultrasound
(CEUS) imaging due to the fundamental diffraction limit at
clinical ultrasound frequencies. It is possible to overcome this res-
olution limitation by localizing individual microbubbles through
multiple frames and forming a super-resolved image. However,
ultrasound super-resolution creates its unique problems since
the structures to be imaged are on the order of 10s of µm.
Tissue movement much larger than 10 µm is common in clinical
imaging, which can significantly reduce the accuracy of super-
resolution images created from microbubble locations gathered
through hundreds of frames.
This study investigated an existing motion estimation algo-
rithm from magnetic resonance imaging for ultrasound super-
resolution imaging. Its correction accuracy is evaluated using
simulations with increasing complexity of motion. Feasibility of
the method for ultrasound super-resolution in vivo is demon-
strated on clinical ultrasound images. For a chosen microvessel,
the super-resolution image without motion correction achieved
a sub-wavelength resolution; however after the application of
proposed two-stage motion correction method the size of the
vessel was reduced to half.
I. INTRODUCTION
By localizing spatially isolated microbubbles with high
precision through multiple ultrasound frames, an ultrasound
super-resolution image is generated. Even at ultrasonic fre-
quencies as low as 2 − 3 MHz, a localization precision of
2 − 4 µm can be achieved with an unmodified clinical ultra-
sound system for stationary objects [1], [2]. This localization
precision determines the maximum achievable resolution in
super-resolution image that can be as high as of 10−20 times
the imaging wavelength.
Researchers demonstrated the use of ultrasound super-
resolution imaging in many different controlled experiments
and pre-clinical studies [3]–[9]. For the applications that
are closer to a clinical imaging setup, researchers reported
the problems caused by motion artefacts. Ackermann and
Schmitz tracked multiple microbubbles in a xenograft-bearing
mouse tumour to measure the capillary blood flow. They have
discarded 1151 frames out of 6000 acquired frames within
four minutes due to the respiratory motion [7]. Lin et al.
experienced a similar problem in tumour-bearing rats while
performing 3D ultrasound localization microscopy. They have
excluded 20 − 30% of the acquired frames in 11.5 minutes
due to motion artefacts affecting the measured microbubble
positions [8]. There are other methods based on localisation
of spatially non-isolated microbubbles from a higher concen-
tration. These methods can significantly reduce the acquisition
duration; however they are still prone to motion artefacts at
micrometre level [9], [10].
Ultrasound super-resolution imaging can easily achieve
sub-wavelength resolution and localisation precision, but the
problem of tissue motion must be addressed in order for
it to be successful for clinical imaging. The motion should
be compensated with an accuracy higher than the spatial
resolution of the super-resolution image, which is usually
around 10− 20 µm. This study employed an existing motion
estimation algorithm from magnetic resonance imaging to
achieve the required motion correction accuracy and the results
are demonstrated on clinical ultrasound images.
II. MATERIALS AND METHODS
A. Motion Correction
Motion is an inherent part of diagnostic ultrasound imaging
and it limits maximum achievable resolution in ultrasound
super-resolution imaging. Therefore, motion correction is cru-
cial for in vivo measurements. Rigid motion correction can
be suitable for some modalities with a low spatial resolution.
However, a super-resolved ultrasound frame is a combination
of multiple acquisitions that usually take seconds to minutes
to acquire. Over such a long duration, the motion between the
initial and last frame will include local tissue deformations.
Probe motion and respiratory motion is usually considered to
be rigid, however human soft tissue is mostly anisotropic and
tissue deformation is only in the linear elastic region for tissue
strains up to 5% [11]. In addition to this, there are other motion
sources that create local deformations such as pulsations of
arterioles and venules, and twitching of muscles
In this study, an image registration model adopted from
MRI is used for motion estimation. MATLAB functions are
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Fig. 1. Figure illustrates the processing chain of super-resolution imaging.
Affine and non-rigid motion estimation are the first step.
available at [12]. The model is based on the work of Rueckert
et al. and Lee et al. [13], [14] and it is capable of performing
a rigid, affine, non-rigid, and a two stage motion estimation.
This study uses the two stage motion estimation method, where
the first stage is an affine estimation and the second stage is
a non-rigid estimation. The affine registration estimates rigid
motion such as translation and rotation and also shearing
and resizing. The non-rigid registration is a B-spline based
free-form deformation that can estimate the local compression
and rarefaction of tissue [13]. Smoothness of the non-rigid
estimation is crucial to capture the local deformation of the
soft tissue. Therefore, a regularization parameter is used to
achieve a smooth registration.
B. Field II simulations
To verify the MC accuracy, Field II simulations were
performed with a homogeneous tissue phantom [15], [16].
Rigid tissue motion was generated by moving the location
of scatterers together. Non-rigid motion was simulated by
using a linear stress-strain relation and displacing the scatterers
independently. In the axial direction, non-rigid motion was
created by displacing the location of scatterers as a function
of depth to mimic compression of tissue by the ultrasound
probe. In the lateral direction, non-rigid motion was created
by displacing the location of scatterers as a function of lateral
distance to mimic muscle contraction in human lower limb.
The maximum applied axial and lateral motion was 1 mm.
A new speckle pattern was created for each tested scenario.
Simulation parameters were chosen specifically to match the
parameters of the clinical study with a centre frequency
6 MHz, 80% bandwidth, 160 elements and a pitch of 237.5 µm
and an attenuation coefficient of 0.5 dB/cm/MHz. B-mode
images were log-compressed and downsampled with a final
pixel size of 60×60 µm2 and a dynamic range of 50 dB.
C. Clinical Data
The tibialis muscles of healthy adult volunteers were
scanned using a Philips iU22 ultrasound scanner (Philips
Medical Systems, Bothell, WA) with a 3−9 MHz linear array
Fig. 2. Figure shows the motion estimation error for simulated rigid and non-
rigid tissue motion in the axial and lateral directions. The absolute error values
are plotted with a transparent shade that represents the standard deviation of
20 simulations with white Gaussian noise.
probe. B-mode and CEUS images were acquired during the
injection of 4 times diluted Sonovue (Bracco S.p.A, Milan,
Italy) microbubbles at an MI of 0.06. Data was recorded over
a duration of 45 seconds with 585 B-mode and CEUS images
with a pixel size of 60×60 µm2 at a frame rate of 13 Hz.
As shown in Fig. 1 B-mode frames were used for motion
estimation and the motion correction was performed on CEUS
frames.
After motion correction, a singular value decomposition
filter was used to remove the residual tissue echoes [17],
[18] and a noise threshold was applied. In the detection stage
multiple microbubble echoes were rejected and the last super-
localization stage was performed as explained in [19].
III. RESULTS & DISCUSSION
Results of the rigid and non-rigid motion simulations are
shown in Fig. 2 for 20 dB SNR. The mean motion estimation
error and standard deviation were better than 20 µm for almost
all of the simulated scenarios, which is far smaller than the
250 µm wavelength and 60 µm pixel size. The same set of
simulations were also performed with 10 dB image SNR,
where the error values increase above 50 µm. This value is
not suitable for super-resolution imaging and thus not showed
in this section.
After the feasibility study, the proposed two-stage motion
estimation method was applied on the clinical B-mode images
and the estimated motion was used to correct the CEUS images
as explained in Fig. 1.
Fig. 3. Two examples of super-resolution images acquired in human lower
limb are displayed with and without motion correction. Green arrows show
the location of detected microvessels before and after motion correction.
It is hard to demonstrate the accuracy of the motion cor-
rection on a clinical dataset without the ground truth, but
the simulation study shows that the proposed image regis-
tration method can achieve the required accuracy. The super-
resolution images of healthy volunteers after motion correction
were evaluated qualitatively based on the quality improvement
of the microvessels imaged. We evaluated vessel structures that
were expected to be non-tortuous. The benefit of using two
stage motion correction on super-resolution imaging in human
microvasculature is illustrated in Fig. 3 with two examples.
After motion correction the vessels with artificial shadows
were visualised as single vessels.
Fig. 4 (top) demonstrates the effect of motion correction on
a chosen vessel. The average thickness of the vessel inside the
boxes are given in Fig. 4 (bottom). Sizes of the vessels from
these images were measured by using the function described
in [20]. The full-width at half maximum (FWHM) of the
vessel was measured as 769 µm from the maximum intensity
projection of the CEUS image stack. The super-resolution
image without motion correction achieved a sub-wavelength
vessel FWHM of 227 µm; however after the application of
proposed two-stage motion correction method the FWHM of
the vessel was reduced to 115 µm.
IV. CONCLUSIONS
Tissue motion correction is an ongoing challenge for all
diagnostic ultrasound applications. This study employed an
existing motion estimation algorithm from magnetic resonance
imaging and demonstrated its feasibility for super-resolution
Fig. 4. (Top-left) Maximum intensity projection (MIP) of the CEUS
image stack for the selected microvessel. (Top-middle) Super-resolution image
without motion correction. (Top-right) Super-resolution image after motion
correction. The blue rectangles show the area where the FWHM of the
vessel was measured in the horizontal direction. (Bottom) Sizes of the vessels
measured by averaging a cross-section of the images above. Grey colour
represents the CEUS MIP, blue represents the super-resolution image without
motion correction, and red represents the super-resolution image with motion
correction.
ultrasound imaging. The proposed two-stage motion estima-
tion method is a combination of affine image registration
that can estimate the global motion, and non-rigid image
registration that can estimate the local deformation of tissue.
The first stage estimates for the large motion and provides a
good initial condition for the second stage.
The motion estimation was performed on B-mode images,
but the proposed motion correction method can be applied to
RF data. The future goal of this study is to further improve
the motion correction accuracy by exploiting the phase infor-
mation in RF signal.
The proposed motion estimation method achieved an error
smaller than 20 µm for ultrasound images with 20 dB SNR,
60 µm pixel size and wavelength of 250 µm. The sub-
pixel and sub-wavelength motion correction made it possible
to visualize microvascular structures by localizing spatially
isolated microbubbles.
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